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Method Principle

ÅTKN and Ammonia Colorimetric Reaction

ÅHypochlorite
ÅAmmonia + Hypochlorite ŸMonochloramine
ÅpH < 12

ÅSalicylate
ÅMonochloramine + Salicylate Ÿ Indosalicylate

ÅNitroferricyanide
ÅCatalyst



TKN Digestion Protocol 



TKN Digestion Protocol

ÅTKN is Measured as Ammonia by Colorimetric Analysis

ÅTKN Converts Organic Nitrogen to Ammonia
ÅSulfuric Acid
ÅPotassium Sulfate
ÅHeat to 380ÁC
ÅCatalyst

ÅTroubleshooting Digestion Protocol
ÅIncomplete Digestions
ÅSample Acidity Level



Temperature

ÅPotassium Sulfate Increases the Boiling Point to 380ÁC
ÅInsures all Compounds Decomposed
ÅDecreases Time Required for Digestion

ÅEvaporation Step in Protocol
ÅReduces Sample Volume Prior to Temperature Increase
ÅDecreases Potential for Splatter
ÅFinal Volume
ÅExample:

Step to 160ÁC and Hold for 30 min
Step to 190ÁC and Hold for 30 min
Approximately 5 mL Final Volume



TKN Digestion Block 

Draft Shield

Digestion Block

Controller



TKN Digestion Block

ÅTemperature
ÅStability Across the Block

ÅFlat Plate Heating and Graphite Rod Heating

ÅFinal Sample Volume and Acidity Level



Acid to Salt Content

ÅSamples with High Salt Content
ÅBrines and Inorganic Salts

ÅLoss of Nitrogen Above 400ÁC

ÅApproximately 1 mL Sulfuric Acid per 1 g Salt Recommended

ÅSalt Crystallization 
ÅAdjust Flow Rate of Exhaust System 

ÅAdjust Acid Concentration



Reconstitution

ÅCooling
ÅAcid Volume Remaining in Digestion Tube

ÅDI Water Addition

ÅCool Digestion Tubes

ÅReconstitute 

ÅDispense Accurately
ÅBottle Top Dispenser or Auto-Pipette

ÅSamples and Standards Same Final Volume

ÅVolumetric Digestion Tubes

ÅVortex Mixer



Catalysts

ÅMercury
ÅDocumentation
ÅReproducibility
ÅColorless Digest
ÅPreparing Digestion Reagent
ÅToxic
ÅWaste Disposal Considerations

ÅCopper
ÅSubstitute for Mercury Catalyst
ÅBlue/Green Final Digest
ÅLess Toxic Alternative



Interferences

ÅHigh Salt Content
ÅAcid to Salt Ratio
ÅBoiling Point
ÅNitrogen Loss

ÅHigh Nitrate and Nitrite
ÅExcess of 10 mg/L

ÅOrganic Matter
ÅConsumption of Acid
ÅDigestion Tube Considerations



TKN Colorimetric Reaction 



Distillation Requirements

ÅDistillation
ÅEPA Requirements

Å40 CFR 136.3

ÅSample pH

ÅAutomated Colorimetric Detection
ÅStrong Buffer

ÅSample pH

ÅConversion from Ammonium to Ammonia

ÅBuffer Aids in Colorimetric Reaction



Reagents

ÅStability

ÅStorage

ÅPreparation

ÅAdditional Considerations



Sodium Hypochlorite

ÅPurchased Reagents
ÅExpiration Dates

ÅBleach Stable 1 Month if Opened
ÅStore in Refrigerator

ÅSodium Hypochlorite Volatizes in Heat

ÅSolution is Unstable
ÅChlorine Evaporates if Exposed to Air

ÅReduced Free Chlorine Concentration

ÅDCI Stable 1 Day in Solution 



TKN Buffer Solution

ÅEDTA or Sodium Potassium Tartrate

ÅStore at Room Temperature

ÅExtended Shelf Life

ÅpH Adjustments



Sodium Potassium Tartrate

ÅAmmonia Contamination

ÅAlkaline Boil for 1 Hour

ÅAdjust pH between 7 and 8

ÅPurchase from Vendor

ÅStable 6 Months in Solution



Salicylate

ÅRefrigerate and Store in Amber Bottle

ÅStable 1 Month

ÅFiltration 

ÅPrecipitates in Acidic Conditions



Nitroferricyanide

ÅStable for 1 Month

ÅDiscard if Blue in Color

ÅIncluded in Salicylate Reagent



Interferences 

ÅCalcium and Magnesium
ÅPrecipitation

ÅAddition of EDTA or Sodium Potassium Tartrate

ÅTurbidity or Color
ÅGas Diffusion Membrane

ÅFiltration



pH and Matrix Matching 

ÅTesting Reaction pH
ÅSalicylate Reagent

ÅpH 12.6 to 13.1

ÅSegmented Flow Testing

ÅDiscrete Analyzer Testing

ÅAdjusting pH
ÅHypochlorite Solution

ÅAddition of NaOH



pH and Matrix Matching 

ÅPreserved Samples
ÅAdjustments in the Buffer Solution

ÅSome Methods Include Modification

ÅMatrix Matching
ÅSample Preservation

ÅDigestion Catalyst

ÅSynthetic Diluent



Synthetic Diluent 

ÅPrepare Solution with Matching Acidity Level as Digest

ÅTest for Organic Nitrogen Contamination in Digestion

ÅAddition of Copper Sulfate

ÅTroubleshoot
ÅpH
ÅLinearity
ÅContamination




