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òFollowing the directives of the Clean Air Act (CAA), on October 1, 2015, Administrator 
McCarthy signed a rulemaking action that revises the current national ambient air quality 

standards (NAAQS) for ozone to a new, more protective level of 0.070 parts per million 
(70 parts per billion).ó

-From EPA Memorandum re: Implementing the 2015 Ozone National Ambient Air Quality Standards, 1 Oct 2015

Changes to PAMS VOC monitoring requirements:

u Redistribution of sites ðNCore sites in CBSA > 1 million

u Additional monitors based on State EMPs for non-attainment areas

u Continuous Monitoring ðcanister samples only on waivers

u Hourly sampling only for ozone season
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National Ambient Air Quality Standards (NAAQS) 

Rule



uKey objectives of revised PAMS monitoring

uData to support the development of air quality 
models

uData to track continuing trends in air quality

uData Collected will be archival in nature

uValidation and review is a key element to the 
collection of data for use in future evaluations 
across sites and years.

uUse of frequent quality checks to eliminate data 
losses.

uStrong and unified quality assurance plan to 
insure data is uniform across sites.
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AutoGC Systems

Continuous Monitoring June-August
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AutoGC Systems: Data Management 
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AutoGC Systems:  Data Management

Hourly Sample Collection and Separation
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u Data Quality Objectives

u Bias 25%

u Precision 15-25%

u Detection Limit 0.5 ppbC

u Completeness 80% *

u Routine QC Data Collected

u Total hourly samples = 2208 (92 days)

u Daily Check Samples = 105

u Blanks = 92

u Retention time checks = 13

u Laboratory Check Samples = 13

u Ambient data = 1985/2208

AutoGC Systems:  Data Management

Data Collection June to August
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Åafter adjustment for routine required quality control samples (10.1%).



u Key Issues Associated with Continuous Field Analysis

u Hourly sample period consistent with other criteria 

measurements, NOx, O3

u Power failures

u Ambient temperatures

u Accurate and repeatable target identification, retention time 

stability

uMoisture related issues

uConcentration related issues

u Repeatable quantitation, changes in sensitivity, drift

u System failures related to sampling times

u Power failures

u Sample pump failures
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AutoGC Systems 



Quality Control Check Composition Purpose Frequency Acceptance Criteria

Retention Time Standard 

(RTS)

Mixture containing all 

target compounds 

ideally between 1 -5 

ppbC

To help assess 

retention time shifts 

and optimize 

processing methods

Twice a month 

or weekly

100%  of the compounds are 

identified correctly in the 

multicomponent RTS

Calibration Verification 

Sample (CVS)

Mixture of 15 reference 

compounds including 

Propane and Benzene 

used for calibration

To assess the 

instrument drift and 

ensure continued 

instrument calibration

Daily 1)  Propane and Benzene % 

recoveries within 75% - 125% 

and all other calibrants 

within 55 - 145%

2)  Data must be bracketed 

by  valid CVS

Method (Analytical) Blank Humidified, clean air To assess system 

contribution to the 

measurement

Daily 1)  All target compounds < 

2.0 ppbC

2)  TNMHC < 20 ppbC

3) Data must be bracketed 

by valid blanks

Precision Check Mixture used for CVS To assess analytical 

precision

Weekly Propane and Benzene %RPD < 

20% in two consecutive CVS 

runs

Laboratory Calibration 

Sample (LCS)

Mixture of 15 reference 

compounds including 

Propane and Benzene 

used for calibration

Second source 

standard, statically 

blended 5 ppbv

Twice a month 

or weekly

Propane and Benzene % 

recoveries within 70 -130%

AutoGC Systems 

Automated Quality Control Checks
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AutoGC Systems:  

Additional Automation for Introduction of 

Quality Control Samples

u Automatic introduction of QC 

samples

u Dynamically diluted check 

sample

u Analytical blank

u Manual dilution of multipoint 

calibration curve

u Dilution from 100 ppbv or 1 

ppmv multi -component standard



Daily Check Sample
Dynamic dilution from 1 ppmv to 5 ppbv
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PLOT column

Boiling point column

3.0 pA fs

3.0 pA fs

PLOT column

Boiling point column



Analytical Blank
Dilution system zero diluent
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PLOT column

Boiling point column

3.0 pA fs

3.0 pA fs



Retention Time Standard
òspikeó in zero air
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PLOT column

Boiling point column



Requirements:

u Data portability

u Ability to reconstruct the original processing method from 

result

u Use of Retention time references to accommodate diurnal 

shifts

u Use of response factors and calibration by reference for 

unidentified HCs

u Ability to name files for easy identification of site, date, 

time, hour and sample type

u Ability to schedule and control introduction of routine quality 

control samples

u Ability to recover from simple power failures and continue 

hourly sampling
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AutoGC Systems 

Chromatography Data Systems



Method Development

EZChrom Chromatography Data System
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Method Development

TotalChrom Chromatography Data System

August 7-12, 2017National Environmental Monitoring Conference, Washington, D.C.



Operations

u Well defined Operating 
Procedures

u Well documented 
instrumental parameters

u Fully automated system to 
reduce errors in operator 
activities

u Easily identifiable and 
transportable data files

u Fully automated Quality 
Checks

Data Validation 

u Well defined Quality Control 

Limits

u Real-time data transfer and 

review

u Well defined validation 

operating procedures

u Good annual audits to review 

instrument performance 

across network.

AutoGC Systems 

Meeting Data Quality Objectives
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Data Review - Daily

u Site Operations

u On-time collection

u Correct identification

u Equipment parameters

u Quality Controls

u Passing Blanks

u Passing check sample 

recovery

Data Validation - Monthly

u Review of Quality Controls

u Passing check sample 

recoveries ðflagging

u Passing blanks ðflagging 

failed targets

u Retention time checks

u Review of Ambient Data

u Review of high hours or  

other issues

u Review data for internal 

consistency

AutoGC Systems 

Data Review ðData Validation
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Level 0 ðRoutine Data Checks

u Sampling errors

u Instrumental failures

Level II ðTemporal and Spacial 

Consistency

u Abundant species present

u Diurnal patterns

u Statistical evaluation of 

historical data 

AutoGC Systems 

Validation Levels
PAMS Data Analysis Workbook:  Data Validation
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u Pass/Fail criteria for daily checks

u Review of target identification

u Use time series plots to evaluate 

outliers

u Use retention time plots to determine 

misidentifications

Level 1 ðEvaluation of Quality 

Control Data

Level III ðExternal Verifications

u Second source static dilution

u Co-located collection results

u Performance Audits



AutoGC Systems:  Level 0 Data Review
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Verify sampling
Lost Data


