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Why measure hydrocarbon 

gases in groundwater?

ÅOil & gas application

~ Predrill site characterization

° Establish baseline for comparison

° Find existing issues

~ Post drill site characterization

° Assess potential changes 

ÅRemediation monitoring

~ Reducing conditions indicator

° Active reductive dechlorination

° Monitored natural attenuation

ÅOther applications?
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How to measure hydrocarbon 

gases in groundwater?

ÅHeadspace ïGC / FID

~ RSK-175 Rev 0, 1994

~ J Chrom SciïKampbell, Vandergrift, 1998

~ M E E Analysis Guidance, US EPA Region 1, 2002

~ RSK-175 Rev 2, 2004

~ RSK-175 Rev 3, 2006

~ RSK-175 Rev 5, 2010

~ PA DEP 3686 Rev 1, 2012

ÅPurge and Trap

~ PA DEP 9243 Rev 0, 2012
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What limits data quality?

ÅLab to lab implementation variability of RSK-175 method

ÅNo commercially available proficiency test samples

ÅCalibration standards are gas phase

~ Samples are water

~ Thus standards and samples are not handled identically

ÅAnalyte loss during sample preparation

ÅMaintaining analyte representativeness during sampling
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What limits data quality?

ÅLab to lab implementation variability of RSK-175 method

~ Critical process elements

° Sample transfer between containers

° Headspace development 

° Equilibration

ïtime

ïtemperature

ïmixing

~ Process options

° Manual

° Semi-automated

° Fully automated
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What limits data quality?

ÅNo commercially available proficiency test samples

~ No catalog items

~ No custom PTs available either

~ Limited water solubility

~ Limited organic solvent 

solubility

~ Limited stability in water

~ Complex preparation process

= expensive to produce, short shelf life & lower quality

>> No independent check on accuracy
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What limits data quality?

ÅCalibration standards are gas phase

~ Samples are water

~ Thus standards and samples are not handled identically

~ Equilibrium goes in one direction for samples and the 

opposite for standards

° Non-equilibrium conditions

ïHigh biased standard response

ïLow biased sample response

= low biased calculated sample concentration
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What limits data quality?

ÅAnalyte bias during sample preparation

~ Pierced septum leaks

° Headspace / analyte loss while waiting in autosampler
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Improvements address 

limitations

ÅMulti-lab validated method

~ ASTM D8028 

Final Ballot  2017

° Single lab validation at present

° Fully automated process with manual option

~ Marcellus Shale Coalition

° Reviewed draft ASTM method

° Identified inter-lab 

variability as 

a critical issue
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Sample Storage

ÅZero headspace vial

ÅButyl rubber septum

ÅSulfuric acid preservative

Å2 - 6 ºC
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Improvements address 

limitations

ÅWater based calibration standards and QC samples

~ In-lab prep of single analyte saturated water standards

° Use literature values at known temperature and pressure

ïPA DEP 3686 Rev 1, 2012

ïASTM D8028

° Immediate dilution to working standards

ïStore in VOC vials ïno headspace, 14 days

~ Commercial providers attempting to develop standards

° LGC is working on reference materials

ïWater CRM for MEEP compounds

ïOrganic solvent CRM for 

Åacetylene, n-butane, isobutylene, 2-methylpropane
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Methane 23.2 mg/L

Ethane 62.0 mg/L

Ethene 149.0 mg/L

Propane 76.7 mg/L



Improvements address 

limitations

ÅWater based calibration standards and QC samples

° TestAmerica

ï4 analyte formulation @10 mg/L

ïMonths of stability - alternative storage container
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Improvements address 

limitations

ÅSurrogate - monitor sample prep & analysis quality

~ How to know when you have a good sample prep and 

headspace injection?

~ Int. Std.

~ Surrogate

~ ASTM

° MTBE

~ HFCs
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Improvements address 

limitations

ÅSurrogate - monitor sample prep & analysis quality

~ How to know when you have a good headspace injection?

~ Surrogate in water

° Prepare like 

calibration standards

~ Automated delivery

° Zero headspace 

storage and delivery
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Improvements address 

limitations

ÅAutomated headspace preparation

~ EST Analytical ïLGX 50
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60°C, 10 min, high speed stir



Headspace Equilibrium 

Optimization
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Selecting a Stir Bar

17



Selecting a Stir Bar
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Selecting a GC Column

ÅConsider effects of water and carbon dioxide

~ Retention time shifts

° Acetylene

° Ethylene

ÅSalt columns ïwater content of phase effects RT

ÅPLOT columns ïless water retention - better stability
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Stable Separation (Q PLOT)
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Improvements address 

limitations

ÅExternal Proficiency Test samples
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Current state -

No 

independent 

accuracy 

verification

Future state ï

Regular 

independent 

accuracy 

verification


